Abstract. Polymerase chain reaction (PCR) assays for intestinal parasites are increasingly being used on fecal DNA samples for enhanced specificity and sensitivity of detection. Comparison of these tests against microscopy and coproantigen detection has been favorable, and substitution of PCR-based assays for the ova and parasite stool examination is a foreseeable goal for the near future. One challenge is the diverse list of protozoan and helminth parasites. Several existing real-time PCR assays for the major intestinal parasites-Cryptosporidium spp., Giardia intestinalis , Entamoeba histolytica , Ancylostoma duodenale , Ascaris lumbricoides , Necator americanus , and Strongyloides stercoralis -were adapted into a high throughput protocol. The assay involves two multiplex PCR reactions, one with specific primers for the protozoa and one with specific primers for the helminths, after which PCR products are hybridized to beads linked to internal oligonucleotide probes and detected on a Luminex platform. When compared with the parent multiplex real-time PCR assays, this multiplex PCR-bead assay afforded between 83% and 100% sensitivity and specificity on a total of 319 clinical specimens. In conclusion, this multiplex PCR-bead protocol provides a sensitive diagnostic screen for a large panel of intestinal parasites.
INTRODUCTION
Expertise in stool microscopy is waning and multiple sampling, species-specific concentration and staining methods are needed to improve its performance. Meanwhile, polymerase chain reaction (PCR) methods for detecting intestinal parasites are increasingly available and exhibit excellent sensitivity and specificity compared with conventional methods such as microscopy. [1] [2] [3] [4] [5] Therefore, in our view shifting to a molecular approach for the common intestinal parasites is desirable as an adjunct or alternative for stool ova and parasite examination. One challenge, however, is that infection with several pathogens is common and assays directed at individual organisms may routinely miss the diversity of infecting parasites. Although dependent on the setting, the major intestinal parasites considered are Entamoeba histolytica , Giardia intestinalis , Cryptosporidium spp., hookworms, Ascaris lumbricoides , and Strongyloides stercoralis . We have recently developed multiplexed real-time PCR assays for these common intestinal parasites. These parent multiplex real-time PCR assays have been extensively validated against conventional techniques including enzyme-linked immunosorbent assay (ELISA) and microscopy and are being used in routine diagnostic settings and in epidemiological surveys. [6] [7] [8] [9] [10] [11] In this study, these methods were adapted into a combined bead-based Luminex assay as an alternative molecular diagnostic platform to capture each of these parasites in a single protocol.
MATERIALS AND METHODS

Control material.
Positive control materials used in this study included axenic culture of ATCC strain 30459 E. histolytica HM-1:IMSS, purified Giardia lamblia cysts, and Cryptosporidium parvum oocysts (Waterborne Inc., New Orleans, LA). Control DNA was obtained from L3 larvae of S. stericoralis and Ancylostoma duodenale from coproculture. Control DNA for Necator americanus and A. lumbricoides was isolated from adult worms. Negative controls were water. For sensitivity testing, positive control materials were serially spiked into an identical stool sample from a healthy donor aliquoted into 200 mg volumes. We used an exogenous phocine herpes virus spiked into the lysis buffer for stool DNA extraction to provide a control for extraction and amplification.
Fecal specimens. One hundred twenty-nine fecal DNA specimens were obtained from preschool-age or younger children from the International Centre for Diarrhoeal Diseases and Research, Bangladesh (ICDDR,B). These samples were tested by saline wet mount microscopy per routine. Furthermore, 190 DNA specimens were obtained from the Leiden University Medical Center (LUMC) clinical microbiology laboratory and several epidemiological surveys in different countries from several collaborative projects with the Department of Parasitology at the LUMC. For this validation exercise at LUMC, positive samples were all previously extracted and tested for either protozoa or helminths by real-time PCR, thus we were not able to explicitly evaluate different DNA extraction methods in this work or test incoming specimens in real-time. All PCR-positive samples from LUMC were also positive by microscopy. Both positive and negative stool extracted DNA samples were included to establish sensitivity and specificity. Specifically, we sought to obtain at least 20 PCR-positive samples per organism with the exception of A. duodenale for which positive samples were limited. All protocols were approved by the Ethics Committees of ICDDR,B and the institutional review boards of University of Virginia (UVA) or Leiden University.
DNA extraction. The DNA was extracted using a slightly modified QIAamp DNA Stool Mini Kit protocol (Qiagen Inc., Valencia, CA) as described previously for specimens from ICDDR,B. 3 The DNA extraction for the specimens from LUMC was performed using regular QIAamp mini Kit spin columns with modifications, which included a pretreatment with PVPP (polyvinylpyrrolidone) and boiling. 12 Protozoa-positive controls were extracted using an automated nucleic acid isolation system, QuickGene-810, with QuickGene DNA tissue kit S (Fujifilm, Tokyo, Japan). The manufacturer's protocol was modified to accommodate a larger input stool volume of 200 mg. Briefly, 1 mL of the tissue lysis buffer MDT was added to the stool, and the suspension was then pretreated by bead beating with a tube of 0.15 mm garnet beads (MO-BIO Laboratories, Inc, Carlsbad, CA) for 2 min followed by boiling for 7 min before extraction. Other modifications included the addition of 100 μL of EDT solution (Proteinase K) from the kit and a longer incubation time following the addition of EDT solution for 90 min. All DNA samples were stored at −80°C until use in PCR.
Multiplex PCR. Primer and probe sequences 3, 4, 13-17 and the real-time PCR protocols have been described previously ( Necator , Strongyloides , Ancylostoma , and Ascaris probes, respectively. The helminth primers and probes were synthesized by Biolegio (Nijmegen, The Netherlands). Amplification steps were as follows: 15 min at 95°C; 50 cycles of 30 sec at 94°C, 30 sec at 60°C, and 1 min at 72°C; final extension for 10 min at 72°C. All real-time PCRs were performed either on the Bio-Rad iCycler or the Bio-Rad CFX platform (Bio-Rad, Hercules, CA). Real-time PCR Ct was analyzed by the iCycler software version 3.1 and CFX96 Real-Time System by CFX software version 1.1 (Bio-Rad, Hercules, CA).
Multiplex PCR for the Luminex assays were prepared exactly as the real-time mixture except without the TaqMan probes, and either the forward or the reverse primers were biotinylated on the 5′-end. Internal probes were amine modified at the 5′-end and included 12 carbon spacers. All probes and primers were purchased from Integrated DNA Technologies, Inc. (Coralville, IA). Probes were coupled to carboxylated Luminex beads with EDC (1-Ethyl-3-[3-dimethylaminopropyl]carbodiimide hydrochloride). Hybridization of beads to the PCR products was performed at 50°C for both the helminth and protozoa assays for 35 min using the Oligonucleotide Hybridization Protocol from Luminex Corporation. 18 Detection of the ampl- Statistics. The cycle threshold (Ct) and cMFI were compared using the Mann-Whitney test because all data sets were not normally distributed (SPSS Inc., Chicago, IL ). To measure the degree of association between Ct values and cMFIs, Spearman's rank correlation test was used because the relationship between the variables was nonlinear. All P values were two-tailed. Data shown as mean + SEM unless otherwise indicated. We calculated 95% confidence intervals (CI) for sensitivity and specificity based on the sample size chosen for this study using the formula
where p = sensitivity or specificity and n = number of infected samples for sensitivity or uninfected samples for specificity determined by real-time PCR, the gold standard test. 19 
RESULTS
Selection of PCR reactions.
In developing the Luminex assays, we found that biotinylating the primer closest to the probe yielded higher fluorescence for each amplicon (data not shown). Luminex-PCR reactions were all initially performed in singleplex reactions and then multiplexed. The sensitivity of this assay was highest if performed in two separate multiplex PCR reactions, one for the three protozoa and one for the four helminths plus an extraction control (data below).
Analytical sensitivity of the assays. The Luminex protozoa assay showed a lower limit of detection of 10 3 Giardia cysts, 10 2
Cryptosporidium oocysts, and 10 1 E. histolytica trophozoites in 200 mg of a stool specimen ( Table 2 ) . Of note, this lower limit of detection was equivalent to or better than the parent real-time PCR assays, which detected 10 3 Giardia , 10 3 Cryptosporidium , and 10 1 E. histolytica ( Table 2 ). The sensitivity of the multiplex Luminex assay was equivalent to that obtained when each of the targets was amplified and detected in singleplex, however the raw MFI values did decrease when amplified in multiplex (data not shown). Analytical sensitivity for Ancylostoma , Ascaris, Necator, and Strongyloides was also examined. This revealed that the Luminex helminth assay could detect Ancylostoma , Ascaris, Necator , and Strongyloides at 10 −4 , 10 −6 , 10 −6 , and 10 −4 dilutions, respectively ( Table 3 ). In general, the relationship between parasite quantity and real-time Ct appeared more linear than that of parasite quantity and cMFI, however the Luminex assay had better or equal lower limits of detection as compared with the real-time PCR ( Tables 2  and 3 ) .
Performance on fecal DNA specimens. We then examined the performance of the assays on 319 specimens, which included 129 clinical specimens collected from preschoolage or younger children from ICDDR,B and 190 specimens obtained from LUMC. These specimens were selected because they had been previously characterized by real-time PCR. Specifically, 129 samples from ICDDR,B and 99 samples from LUMC were used to examine the protozoa assay and 91 samples from LUMC were used to examine the helminth assay. In all instances the PCR-Luminex assay was tested against the real-time PCR simultaneously. Using the real-time PCR result as the gold standard, cut-off threshold values were estimated by receiver operating characteristic (ROC) analysis and were ~2.5 for all pathogens with the exception of Cryptosporidium and Strongyloides , which were 7.3 and 9.0, respectively, and we used 9.0 for E. histolytica to maximize specificity. Using these cutoffs the Luminex assay exhibited 83-100% sensitivity Table 2 Analytical sensitivity of serially spiked protozoa stool samples * * nd = not detected; qPCR = quantitative polymerase chain reaction; Ct = cycle threshold; cMFI = corrected mean fluorescence intensity. and specificity. In most instances discrepancies appeared to be of lower burden infections, for example Cryptosporidium , E. histolytica , and Giardia PCR−/Luminex+ results were of statistically lower cMFI than the respective PCR+/Luminex+ results ( Table 4 ) . Similarly, Giardia PCR+/Luminex− results were of statistically higher Ct than the corresponding PCR+/ Luminex+ results. Mixed infections were common, in that the Luminex assay revealed 23 specimens that were positive for two or more protozoa and 9 specimens that were positive for two or more helminths. In terms of microscopy, this study was not designed to evaluate that aspect because the real-time PCR assays have been extensively validated against conventional methods. 6-11 Indeed, all LUMC specimens were pre-selected as microscopy+/PCR+. However, Bangladesh specimens were not pre-selected, and saline wet-mount microscopy revealed only 28% sensitivity/99% specificity for Giardia , similar to previous observations. 
DISCUSSION
The PCR-Luminex described in this study provides an alternative molecular detection system for the major intestinal parasites observed in stool microscopic examinations. The assay yields performance on par with the respective real-time PCR assays, which we know from previous studies are superior to microscopy or other methods. [1] [2] [3] [4] Detecting the major intestinal parasites is highly useful for a clinical laboratory, many of which are losing expertise in stool microscopy and sending stool samples out to referral laboratories. By contrast, expertise in the performance molecular assays is becoming more available. In this environment, the PCR-bead approach of this study can offer more sensitive detection than microscopy, save technician time by eliminating the need to perform several testing modalities (e.g., concentration methods for larvae, ova, and cysts, specific staining, or immunoassays), and give laboratories the capacity to perform their own tests in-house. Because equipment in clinical laboratories is variable, we developed this Luminex assay as an alternative to real-time PCR. Performance was overall comparable, and ultimately one's choice can depend on operational issues, such as availability of equipment and local reagent procurement realities. The protocol can be made high throughput with a liquid handler and test ~96 extracted specimens in a few hours. The approach is modular-if the laboratory does not see certain parasites in their population or does not want to detect certain targets because not all tests were ordered, those reagents can be withheld from the assay. This assay can also be useful for research laboratories trying to understand the burden of intestinal parasites on global health. For instance, hookworm projects typically rely on detection of eggs by microscopy and do not gather species data that are implicit to our PCR approach and important for species-specific strategies such as vaccine development.
There were several limitations of this study. Initially, the intention was to develop one multiplex PCR that included all eight primer sets but we found that all targets were not efficiently amplified. Second, we attempted to hybridize the two described multiplex PCR reactions onto one bead cocktail. While it worked for some targets, it incurred a loss in signal for others. Although these issues may be surmountable with additional development, it will be challenging because the number of parasites is often low in stool and some parasites can be more difficult to extract DNA from than others. For instance, we have experienced much less difficulty in developing extensive multiplex PCR reactions for Escherichia coli or enteric viruses (data not shown). Finally, we did observe some discrepant results between the Luminex and real-time PCR assays, even though primers and probes were identical. Especially in the samples from the projects in parasite endemic areas it is not unlikely to have low-level mixed infections, which may be near the detection limit and yield some discrepancies. One of 10 samples that was positive with an Entamoeba disparspecific PCR revealed low level positive fluorescence values with the E. histolytica Luminex assay. We are continuing to refine the cycling and hybridization conditions that should minimize this problem . In summary, this multiplex PCR-bead protocol provides an alternative high-throughput molecular diagnostic platform for specific and sensitive detection of several major intestinal parasites and a potential alternative to microscopy for equipped laboratories.
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